[Cochlear implantation and vestibular function].
To determine the risk of injuring a peripheral part of the vestibular analyzer in usage of an intracochlear implant in patients with varying deafness, the author compared her data and data from other clinics making examinations according to similar methods: implantation was conducted using multichannel intracochlear electrode, the program of otoneurological examination employed the caloric test, the patients were examined before and after the operation.